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AMENDMENTS: ‘
1) The protocol was amended fo change the test article name to Sterile H020 Formulation Products
-, Hydrocolloid Wound Dressing.
ANALYSIS AND CONCLUSION _
The test article, Sterile H020 Formulation Products , Hydrocolloid Wound Dressing, Lot

Number; B0411187, scored "0" at 24, 48 and 72 + 4 hours and is considered NON-TOXIC under the conditions of
this test.
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