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TABLE 6: Positive (DNCB) and Negative Control Daily Challenge Observations
run 02/16/05

Positive

14455 _Positive Control 1 1
14456 - Positive Control 0 1 Positive
14457 . Positive Control 1 1 Positive
14458 Positive Control 0 1 Positive
14459 Positive Control 0 1 Positive .
14460 Pasitive Control 1 1 Positive
14461 Positive Control 0 1 Positive
14462 Positive Control 1 1 Positive
14463 Positive Control 0 1 Positive
14464 Positive Control 1 1 Positive
14465 Negative Control 0 0 Negative
14328 Negative Control 0 0 Negative
14467 Negative Control 0 0 Negative
14468 Negative Control 0 0 _Negative
14429 Negative Control 0 0 Negative
DNCB= dinitrochlorobenzene
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